Phase ratio determination in an ion-exchange column having pores partially accessible to proteins.
A method is suggested for determination of the hold-up volume and the phase ratio of a protein on a strong anion-exchange chromatographic column, which is based on mercury porosimetry and size-exclusion calibration with polymer samples.